Purpose: Evaluate the perforation rate for the Celect IVC filter in our study population and its relationship to progressive strut perforation. Materials and Methods: Retrospective, IRB-approved review of 91 patients with at least 3 computed tomography (CT) studies after infrarenal placement of a Celect IVC filter at our institution between 1/1/2007 and 6/1/2013. Filter strut perforation and the number of struts (primary and secondary) perforating the IVC (strut 43 mm outside caval wall) were evaluated on each of the 3 follow-up CT studies by two independent radiologists (Kappa statistics). The patients were then split into three groups based on the presence of strut perforation and if additional struts perforated over time. Perforation rates in different gender and malignancy status groups were compared (Z-test).
